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Abstract
As technology advances in the field of Computer Vision, new applications will emerge.
One device that has emerged is the smart-camera, a camera attached to an embedded
system that can perform routines a regular camera could not, such as object or event de-
tection. In this thesis we describe a smart-camera system we designed, implemented, and
evaluated for fall prevention monitoring of at-risk people while in bed, whether it be for
a hospital patient, nursing home resident, or at home elderly resident. The camera will
give a nurse or caregiver environmental awareness of the at-risk person and notify them
when that person performs an action that could lead to a hazardous event. This camera
uses Haar Cascade facial detection techniques, Histogram of Oriented Gradients(HOG) for
person detection, and Mixture of Gaussians (MOG) background subtraction while oper-
ating. Regions are created by a person from a graphical user interface (GUI). The camera
looks within these regions to find a face, a standing person, or just a change in the image.
A notification is sent to the smartphone of the nurse or caregiver of the corresponding at-
risk person when the camera finds one of these three detections in the drawn region. The
Cloud is utilized to send the notification to the nurse or caregiver’s smartphone. Given a
properly placed camera and properly drawn regions, notifications can be sent when the at-
risk person is doing an action that demands the attention of the nurse or caregiver, such
as getting out of bed. The smart-camera does contain drawbacks. It is likely to give alerts
when visitors are in the room, and it does not know how to pause notifications when a
nurse, doctor, or caregiver comes into the room.
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1 Introduction
With embedded systems becoming faster and cheaper and advances being made in the
field of Computer Vision, the potential for new applications has increased. One new de-
vice that has become more viable, the smart-camera, is a camera and an embedded system
connected together that can perform computational routines a regular camera cannot. Ex-
amples of computational routines a smart-camera can do are object detection, background
subtraction, and object tracking. An example application of a smart-camera is fall preven-
tion in sleeping areas of people at risk for falling, such as hospital patients, nursing home
residents, or elderly living at home. Our device is an example of that application.
1.1 Motivation
Falls in hospitals in the United States are dangerous and costly. It is estimated that 11,000
people die from falls in hospitals each year[4]. One study conducted on more than 88 mil-
lion patient days found that 315,817 patients fell, 25% of which were injured, and 2% re-
ceived a fracture[5]. Another study found on average 6.27 days were added to a patient’s
stay when injured by a fall while already in the hospital[6]. Patient falls resulting in injury
cost on average $14,000[7].
Besides the monetary cost, the quality of life of the fall victims is impacted too. In the
elderly aged 65 and older, “about one in ten falls results in serious injuries such as hip
fracture, other fractures, subdural hematoma, or traumatic brain injury.[8]” Among older
people, recovery from fall related injuries is often delayed which leads to difficulty in re-
learning the ability to walk[9]. Also, post-fall anxiety can occur among the elderly caus-
ing some fall victims to become overcautious which can lead to difficulty in relearning to
walk[9]. Without proper walking, weakness will increase and a normal gait is unlikely to
form quickly, both factors which can increase the odds of another fall from occurring[9].
1.2 Solution
To mitigate the problem of at-risk people of falling, a couple of research groups have cre-
ated solutions. The University of Illinois created a get-up event detection system that de-
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tects when a person gets out of bed. It processes video collected from a Kinect to monitor
a person from a side view. Their product works well but it requires mounting a Kinect
from the side of a person’s bed. There is a chance that the device performing the com-
putations is also in the room which could be an inconvenient obstacle if it is a large ma-
chine. Another solution is the University of Purdue’s SmartGait monitoring system. This
device works by monitoring a person’s gait which can be an indicator that a fall is about
to occur. It is useful for monitoring while an at-risk person is walking, but it does not
help when a person is in bed. Also, neither of the solutions mentioned support notifying
a nurse or caregiver.
Our solution to mitigate falls from occurring is a smart-camera. It is much like the Univer-
sity of Illinois’s system, but is contained within a single camera housing that only requires
a power cable and a wifi connection. It works by monitoring at-risk people while they are
in bed. It detects events that potentially precede hazardous events, such as a person get-
ting out of bed or a person waking up, both events which a nurse or caregiver should know
about to prevent an at-risk person from falling. When it detects an event, it is able to
alert a nurse or caregiver with smartphone notifications by utilizing the Cloud.
2
2 Chapter 2
2.1 Background
Falls in hospitals, nursing homes, and residences regarding at-risk people, especially the
elderly, is a serious problem. We propose a smart-camera as a solution to mitigate this
problem. Our smart-camera will provide nurses or caregivers with awareness about what
the at-risk person is doing while resting in bed, and it will notify them in case an event
occurs that could require assisting the at-risk person in walking, particularly in guiding
the at-risk person to the restroom. Events can be getting out of bed or waking up. When
an event occurs, the nurse or caregiver receives a notification on their smartphone which is
generated by the smart-camera and sent via the Cloud.
2.1.1 Key Concepts
Our smart-camera system uses several Computer Vision techniques that each demand a
description of their own. Histogram of Oriented Gradients (HOG), a method that trains
on images of one type of object (car, person, bicycle, and others), is used to detect stand-
ing people, or at-risk people in this case. Support vector machines (SVM) are used for
training with HOG. A Haar cascades classifier is used with a facial detection template
to detect when an at-risk person is sitting up. For background subtraction the algorithm
known as MOG2 from the Open Source Computer Vision (OpenCV) library is used. MOG2
is short for mixture of Gaussians 2. Aside from discussing Computer Vision techniques, a
description of the Cloud as it is used with this project is also provided.
Histogram of Oriented Gradients
Histogram of Oriented Gradients was created by Navneet Dalal and Bill Triggs who are
two researchers from the French National Institute for Research in Computer Science and
Automation (INRIA)[10]. The first publication of HOG was in the 2005 Conference on
Computer Vision and Pattern Recognition (CVPR)[10].
The HOG algorithm works as follows. It takes a 64x128 grayscale image as input. Color is
not important in this version of HOG. Then the gradient vector (size and orientation) is
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computed for each pixel[11]. The magnitude of the gradient of a pixel is calculated by tak-
ing the difference of the intensities of two horizontal neighbors and the difference of the in-
tensities of the two vertical neighbors then calculating the L2 norm of these differences[11].
The angle is calculated using the arctan function[11].
Then, this new 64x128 matrix of gradients magnitudes and angles are divided into 8x8
cells[12]. The matrix can now be viewed as a set of 128 (8x16) cells. Each cell needs to
have a 9-binned histogram of oriented gradients calculated for it[12]. This is done by cre-
ating a histogram with 9 bins in it. The bins represent the nine non-overlapping 20°ranges
from 0°to 180°[12]. Each pixel in the cell adds its gradient magnitude to whichever bin its
gradient angle falls in. The algorithm covers gradients with angles between 180°and 360°by
using signed gradient magnitudes. That is, angles between 180°and 360°are converted to
the corresponding angle that will be in the range -180°to 0°. One way of calculating the
appropriate histogram bin is by using the floor operator on the quotient resulting from
the division of the gradient angle by 20[13]. The result of this floor operation is the index
to the bin that the magnitude should be added to. The 9-binned histogram for the cell is
complete after adding each pixel’s corresponding gradient magnitude to the appropriate
bin of the histogram.
Now the 64x128 matrix is divided into blocks. Each square block is 2 cells in width and
2 cells in height. For convenience, the matrix can be thought of by its dimensions in cell
units so it is 8 cells by 16 cells. The block distribution is described as having a 50% over-
lap. This means that starting at the top left position of the matrix, the first block covers
the first four cells of the first two rows. The next block is moved 50% to the right, or one
cell width over, of the previous block. Blocks are created this way until the edge of the
matrix is met. The next block is moved 50% down from the first block’s position of the
previous row. The block after that is moved 50% to the right of the previous block. This
pattern continues until the 64x128 matrix is saturated with blocks. With a matrix of size
8 by 16 in cell units, there will be 105 (7x15) blocks.
For each block, the 9-binned histogram for each of the 4 cells of the block are concate-
nated together forming a vector (or array) with 36 elements. Then this vector is normal-
ized by dividing each of its 36 elements by its L2 norm (other normalization methds can
be used). This normalization is done to account for changes in illumination and contrast[10].
The final HOG feature vector is the concatenation of each of the 105 blocks’ normalized
vectors, so the vector contains 3780 elements. This final vector is input into an SVM that
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has been trained to detect an upright standing person.
Most images that HOG is applied to are not 64x128 in size. What is done for images of
larger size is that a window of size 64x128 is moved across the image performing HOG de-
tection each time it is moved. It moves across the image in a similar manner to how the
blocks were created when processing the 64x128 image. Like the 50% overlap parame-
ter when processing blocks, a parameter known as win stride[14] determines how much
the window moves across the image per iteration. A window larger than 64x128 can be
used. When the window is larger than 64x128, the image under this larger window must
be scaled down to 64x128 and then processed the same as a 64x128 window would. It is
important to only use window sizes that might contain a person. Using extra window sizes
will increase the chance of false positives occurring and increase computation time.
Support Vector Machine
The SVM is a supervised learning model. It takes a set of vectors as inputs. A class label
is also supplied with each of the input vectors. Since SVMs are binary classifiers, the class
label can either be 1 (positive) or -1 (negative)[15]. Using these input vector and label
pairs, hyperplanes are constructed that separate as much of the positively labeled vectors
from the negatively labeled vectors. A simple version of this hyperplane can be visualized
as a line in a 2-dimensonal space that separates two sets of data by their class type. The
hyperplane is like this but works on n-dimensional data. Also, the SVM that HOG uses is
a linear SVM, meaning the positive and negative classes have to be linearly separable (or
mostly).
For person detection using HOG, an SVM was trained using 1239 64x128 images of peo-
ple standing upright in assorted orientations[16]. This is the positive set. For the negative
set 12180 64x128 images of random content were used, none of which contained a person
standing upright[16]. Each positive and negative image was processed with the HOG algo-
rithm, resulting in a final HOG feature as discussed at the end of section 2.1.1. These final
HOG features, or HOG descriptors[10], are input into an SVM along with their appropri-
ate class labels. The SVM trains on this data creating the separating hyperplanes. Once
the SVM is trained, it can classify HOG descriptors from 64x128 images as either person
or not person.
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Haar Cascades Classifier
The Haar cascade classifier method was introduced by Paul Viola and Michael Jones in
2001 in the paper [17]. It uses a set of convolution filters known as Haar features to ex-
tract features of the image. An example of some Haar features can be seen in figure 2.1.
For each Haar feature in the figure, the sum of the pixels under the white area is sub-
tracted from the sum of the pixels in the black area, resulting in a feature value. For face
detection, Adaboost is used on these extracted features to create a classifier with a high
success rate at classifying faces from non-faces[1]. When training for face detection, using
Adaboost allows for the number of Haar features used to go from more than 160,000 to
6000. This originally high number is all possible sizes and locations of the Haar features
in a 24x24 window [1]. A cascading process is used as a way to classify non-faces quicker
without having to check all 6000 features.
Figure 2.1: Some haar features[1]
Background Subtraction using Mixture of Gaussians
Our smart-camera performs background subtraction by using a Mixture of Gaussians tech-
nique. This technique is covered by its authors Zoran Zivkovic and Ferdinand van der Hei-
jden in the 2006 article “Efficient adaptive density estimation per image pixel for the task
of background subtraction[18].” It is known in the OpenCV library as MOG2.
One method of background subtraction, frame differencing, works by using one f rame as a
background and comparing new frames against this background. This comparison is made
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by taking the difference of the intensities of each pixel in the background and the corre-
sponding pixel in the current frame under consideration. Pixels with corresponding differ-
ences that do not equal 0 are considered as foreground (A threshold can be set such that if
the magnitude of the difference is greater than the threshold, the pixel is marked as fore-
ground). This method is intolerant of illumination changes and shadows, and requires a
background frame to be selected.
The MOG2 technique is more tolerant of illumination changes and is capable of identifying
some shadows. Also, a background frame does not need to be set. It can determine back-
ground from foreground using its Gaussian mixture models. MOG2 uses a Gaussian mix-
ture model on each pixel under consideration. It defaults to using 5 Gaussians per mixture
model, with a history size of 500 elements.
The Cloud
Our smart-camera uses Google Cloud Messaging (GCM)[19]. The GCM service is a mes-
saging system used to send notifications to smartphones. Its main feature is that it con-
serves battery power on smartphones. It does this by checking for all new notifications for
a smartphone at regular intervals rather than having each individual app installed check
at their own intervals. This allows the smartphone’s radio to be off longer which conserves
the battery. GCM is used by our smart-camera to send alerts to the smartphones of nurses
or caregivers when an event is detected.
GCM works as follows. An app on a smartphone sends its sender ID, an ID unique to all
copies of an app, to a GCM server for registration. The GCM server responds to the app
with a unique registration ID. The app sends the registration ID to a web server which
the smart-camera delivers alerts to. The web server stores the registration ID along with
information related to that ID, such as a name. When a notification needs to be sent to
a phone, the server determines the correct registration ID and sends that along with a
message to the GCM server. The GCM server forwards the message to the correct smart-
phone.
An example of this in action is our smart-camera system. A caregiver installs the An-
droid app that receives notifications. The app will register with the GCM server receiv-
ing a unique registration ID. The app will send this registration ID and a user login to a
Glassfish web server. The web server is responsible for receiving alerts from the smart-
7
camera and getting the notifications to the appropriate caregivers’ smartphones. When
the smart-camera sends an alert to the web server, the web server determines which users
(caregivers) should receive a notification and sends an alert along with the registration
ID of each of these users to the GCM server. The GCM server sends the messages to the
users’ smartphones in the form of push notifications.
2.1.2 Related Work
Our smart-camera is not the first of its kind. Similar projects exist for fall detection and
prevention that use smart-cameras. The University of Missouri created a fall detection
system that uses a Microsoft Kinect to monitor patients in their hospital rooms[20]. The
University of Illinois’s Advanced Digital Sciences Center (ADSC) created a fall prevention
system that also uses the Microsoft Kinect to monitor patients in their hospital rooms[21].
For fall prevention in any environment, the University of Purdue created a system the uses
a smartphone and its camera to monitor the gait of an individual[22].
University of Missouri’s “Rewind” system
The University of Missouri’s “rewind” system uses a Kinect to monitor hospital patients
while they are in bed. The Kinect is an RGB-D camera, meaning it collects RGB data
like a typical camera and it also collects depth data. The Kinect is placed near the ceil-
ing above a wall mounted flat screen television and faces the patient’s bed at a downward
angle. The system collects data on a computer that is hidden behind the television.
Unfortunately, the inner workings of the algorithm the authors use are not publicly avail-
able. However it is known that this system detects falls by performing background sub-
traction on the depth channel. The system is always recording and when a fall is detected,
the recording of the time around the event is stored. This is the “rewind” feature. This
video allows caregivers to analyze what the scene was like around the time of the fall so
that they may learn from it.
Data was collected over 100 weeks from 6 occupied patient rooms inside a hospital. They
claimed their system had a 92% sensitivity rate and 95% specificty rate, and averaged 11
false alarms per month[20].
There are three important differences between the University of Missouri’s “rewind” project
and the smart-camera system. The “rewind” project is a fall detection system and not
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a fall prevention system, so it is only good for detecting falls after they have happened.
Also, it uses background subtraction on depth images and not RGB or grayscale images.
Lastly, it uses a bulky system consisting of a Kinect, a EEEBox[23], which is a small form
factor computer, and an external hard drive all inside the patient’s room. The smart-
camera system only takes up the space of a small camera housing, which is dome shaped
with a 5” diameter and 3.3” height (see fig 2.2), and only needs to plug into a 12V source.
University of Illinois’s Get-Up Event Detection System
The University of Illinois’s ADSC created a similar system that detects when a patient
gets up from bed. It is like the “rewind” system in that it uses the depth channel from a
Kinect camera but also the RGB channels. The ADSC uses the Kinect such that it views
the patient’s bed from the side at a slightly elevated angle and at a distance such that all
of the bed fits within the camera’s view.
The ADSC system separates the data from the Kinect into 8 regions of interest that cover
the patient in bed. For each region motion history images, HOG, and histogram of op-
tic flows features are gathered for both the RGB data and the depth data, resulting in 48
features[21]. The system is trained using 40 positive video samples and 200 negative video
samples each of which are 5 to 10 seconds long[21]. The authors claim a 98.76% recogni-
tion accuracy, and they found that the system only needs to use the motion history images
to achieve high accuracies.
Our smart-camera system is different from the ADSC system in the following ways. They
both use HOG, but ours is trained to detect a standing person, and ADSC’s is trained
to detect a person getting out of bed. ADSC’s system does not utilize background sub-
traction techniques and ours does. Also, ADSC does not mention using routines from the
OpenCV library, so it is assumed that it does not. Our system does use routines from the
OpenCV library. Also, the ADSC system requires a different camera position than our
smart-camera system.
University of Purdue’s SmartGait Monitoring System
The University of Purdue created a preventative system that monitors the gait of a pa-
tient. It uses a smartphone attached to the waist of the person being monitored. The
smartphone is altered so that its camera faces downward towards the feet. Single colored
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markers roughly the size and shape of a silver dollar are placed on the shoes of the person.
The placement of the marker is near the front and top part of the shoe above where the
toes are. An application on the phone collects gait data by detecting these colored markers
and making the appropriate measurements. It measures gait length, gait width, and walk-
ing speed. The SmartGait system has 95% accuracy when measuring step length and 90%
when measuring step width.
The SmartGait system is useful for determining if a fall is about to occur based on gait
data, and it can be used as an indicator to determine if there are other methods that need
to be done to reduce the chance of a fall. The University of Purdue’s news states:
Health care professionals could use data from SmartGait to make an assess-
ment and recommend fall-prevention measures such as exercise, physical ther-
apy or vision correction. The device also might be worn over time to gauge a
patient’s progress in walking confidently[22].
SmartGait is less similar to our smart-camera system as compared to the University of Illi-
nois’s and the University of Missouri’s systems. It’s most important difference is that it is
a mobile application that can monitor a patient anywhere they walk and therefore it is not
limited to monitoring a patient while they are in their hospital bed. However, it is more
invasive in that it requires the monitored person to wear a belt with a slightly protruding
smartphone attached and it needs colored markers to be placed on each shoe of the moni-
tored person.
2.2 Hardware Platform
Our smart-camera is an embedded system with a camera attached. It uses a Raspberry Pi
2 (RPI2) [24] as the embedded system, a SainSmart camera module to collect video data
[25], an Edimax EW-7811Un 802.11n wifi adapter [26], and everything is enclosed inside a
dome shaped camera housing of dimsensions 5” in diameter and 3.3” in height.
2.2.1 Raspberry Pi 2
The RPI2 is a low powered embedded system (<15 watts) that could be purchased for
about $35 at its release date[27]. It is equipped with a gigabyte of RAM, and it uses a
900Mhz quad-core Advanced RISC Machine (ARM) Cortex-A7 CPU[24]. The RPI2 has
4 USB ports, an HDMI port, a 10/100Mbps Ethernet port [28], an audio jack (not used), a
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camera interface specifications (CSI) camera interface, a display serial interface (DSI) dis-
play interface (not used), a Micro Secure Digital (SD) slot, and a VideoCore IV 3D graph-
ics core[24].
2.2.2 SainSmart Camera Module
The SainSmart camera is a 5 megapixel camera that is capable of recording video in 1080P,
720P, and 640x480p60/90 video[25]. It uses the CSI interface and attaches to the RPI2
with a ribbon cable. It does not use a USB slot. It does not contain an infrared filter,
so it can be used at night or in the dark when coupled with an infrared (IR) lamp. Our
smart-camera uses 22 light-emitting diodes operating in the IR spectrum as a source of
IR lighting. These LEDs are contained within the camera housing. They operate from a
12V power source while the RPI2 uses 5V, and this difference must be addressed to have a
properly working system. To control the camera from software, the RaspiCam C++ API
is used. This API makes the SainSmart camera module compatible with the OpenCV li-
brary.
2.2.3 Edimax Wifi Adapter
The Edimax EW-7811Un wifi adapter is a nano USB adapter. It is advertised with a max
throughput of 150Mbps that is capable of operating with the 802.11b, 802.11g, or 802.11n
standards. The EW-7811Un supports HostAP mode[29], a wireless mode that allows the
RPI2 to act as a wireless hotspot. This feature is in the plans for possible future work
with our smart-camera so that it can be configured without an Ethernet cable.
2.2.4 Camera Housing
The case our smart-camera uses is of an unknown manufacturer. It came from the mer-
chant uxcell on amazon.com[30]. Its design allows for the option of LEDs to be added,
which we have. It is dome shaped, and would fit snuggly in a 5.7” by 5.5” by 3.3” box.
See figure 2.2 for an image of the camera housing. The RPI2 rests on the bottom inside
the case. The camera is mounted near the top of the dome looking outward. See figure 2.3
for an image of the camera housing opened with the RPI2 and camera module inside.
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Figure 2.2: The camera housing used to hold the smart-camera’s RPI2 and camera
module[2]
Figure 2.3: The camera housing with the case open. The RPI2 is visible. The camera
module is in the part of the housing that is not holding the RPI2. It is on the end of the
ribbon cable that is not inserted into the RPI2[2].
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2.3 Software Platform
2.3.1 Raspbian Operating System
Our smart-camera operates on the Raspbian Jessie operating system[31]. Jessie is the ti-
tle of the release version. Raspbian is a Debian based open sourced operating system that
is designed to be run on Raspberry Pi boards. Software packages found in its packaging
system are optimized to run on the Raspberry Pis’ ARM processor. They make use of the
Pis’ hardware floating point units rather than using software to do floating point opera-
tions. Raspbian is a free operating system that uses the Linux kernel and is therefore cov-
ered by the general public license (GPL).
2.3.2 OpenCV
For Computer Vision operations, Itseez’s Computer Vision library, OpenCV, is used[32].
OpenCV is an open source library that is licensed under the Berkeley Software Distribu-
tion (BSD) license meaning it can be used in academic, commercial, and other settings
without fee. OpenCV
“...has more than 2500 optimized algorithms, which includes a comprehensive
set of both classic and state-of-the-art computer vision and machine learning
algorithms. These algorithms can be used to detect and recognize faces, iden-
tify objects, classify human actions in videos, track camera movements, track
moving objects, extract 3D models of objects, produce 3D point clouds from
stereo cameras, stitch images together to produce a high resolution image of an
entire scene, find similar images from an image database, remove red eyes from
images taken using flash, follow eye movements, recognize scenery and establish
markers to overlay it with augmented reality, etc.[33]”
Because of issues with the MOG2 algorithm in OpenCV 2.4.9, OpenCV version 3.0.0 is
used with the smart-camera. The C++ application programming interface (API) is used.
The HOG person detector, Haar Cascade face detector, and the MOG2 background sub-
traction algorithm are all contained within the OpenCV library.
2.3.3 Qt
Our smart-camera system needed a graphical user interface (GUI) for selecting regions
of custom shape. OpenCV could not be used for this. Because of its cross-platform abil-
ity, the Qt (pronounced “cute”) framework was chosen for this job. Qt is cross-platform,
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meaning GUIs built with Qt that do not use operating system specific code will work in
Microsoft Windows, Apple’s Mac OS X and iOS, Linux, Android, and some lesser known
operating systems[34]. Qt is available with commercial and non-commercial licenses de-
pending on the intent of the target application[35]. Because of our academic purposes, we
are using it with the GPL. Our GUI uses Qt version 5.2.1.
2.3.4 LibCurl
Our smart-camera system requires communication with a server over the internet to alert
caregivers. To do this, the libcurl library is used. Libcurl is an open source C library li-
censed under a derivative of the MIT/X license[36]. It is free to use in anyway, including
commercial products[36]. Libcurl provides support for
“...client-side URL transfer library, supporting DICT, FILE, FTP, FTPS, Go-
pher, HTTP, HTTPS, IMAP, IMAPS, LDAP, LDAPS, POP3, POP3S, RTMP,
RTSP, SCP, SFTP, SMTP, SMTPS, Telnet and TFTP. libcurl supports SSL
certificates, HTTP POST, HTTP PUT, FTP uploading, HTTP form based up-
load, proxies, cookies, user+password authentication (Basic, Digest, NTLM,
Negotiate, Kerberos), file transfer resume, http proxy tunneling and more[37]!”
Specifically, our system uses it for Secure Copy, or scp, and HTTP POST. Cross-platform
support is provided, but support is only needed for Linux. Our system uses version 7.35
built with scp support.
2.3.5 LibConfig
To provide support for configuration files so that hard-coding of parameters directly into
the source code does not have to be done, the libary LibConfig is used with our smart-
camera system. Configuration files are structured text files. See list 3.2 for an example.
LibConfig provides C and C++ API bindings, meaning its API can be used in C or C++.
It has cross-platform support like Qt, but only Linux support is needed[38]. Version 1.4.9
is used. It also uses the GPL.
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3 Chapter 3
3.1 Implementation Details
Our smart-camera software can be partitioned into 5 parts. A text menu user interface is
used to configure rectangular regions of interest. A GUI is used to mark regions of interest
that are of custom shape. Another part, frame processing is where individual frames from
the camera are checked to see if an alert is needed. The “settings.cfg” file is where many
of the smart-camera’s configuration settings are stored. Last is a section containing some
details about sending notifications through the Cloud to the caregivers.
3.1.1 Text Menu User Interface
The text menu user interface is used to configure regions of interest before the camera be-
gins processing. It only supports rectangular regions. They can be loaded from a file or
they can be manually drawn using a mouse. To run the text menu user interface on the
smart-camera requires opening the camera housing, connecting a keyboard and mouse to
the RPI2, and connecting the RPI2 to a monitor, or a user can use secure shell (ssh) with
X11 forwarding (the -X extension) to run the application remotely. The first method is a
better experience but requires some disassembly, and the second method is easier in that it
does not require disassembly, but the application’s window updates very slowly when using
ssh with X11 forwarding.
The interface can be seen in figures 3.1 and 3.2. At the top level, a user is given the option
to add regions of certain types, such as standing, sitting-up, or lying down (lying down
is not supported yet, but was put into the menu for future support); saving to a config-
uration file, windows.cfg, which can be seen in list 3.1; loading from a configuration file
(windows.cfg only); begin processing video; or quitting.
Drawing Regions
To add a standing detection region, a user selects ’1’ from the top level of the menu (see
fig. 3.1). Then the user draws a rectangular region where they would like the camera to
search for a person standing up, as in figure 3.2. The steps to add a sitting-up detection
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Figure 3.1: The top level of the menu interface.
region are the same as adding a standing detection region except the user selects ’2’ from
the top level of the menu. The reason for separate region selection types is that they use
different algorithms when MOG2 is turned off, and the caregivers receive different alerts
depending on the region type. When MOG2 support is off, standing regions are processed
using the HOG person detector, and sitting-up regions are processed using the Haar cas-
cades classifier for facial detection. The smart-camera system supports as many regions
as can be held in memory, but it is most likely that a user will run out of places to draw
them before running out of memory.
Loading and Saving
After adding regions, a user can save them to a file, windows.cfg, with the ’5’ option. This
file does not have a limit on how many regions it can store, but currently it only supports
rectangular regions. An example windows.cfg file can be seen in list 3.1. Each region entry
in this file contains an action type, X and Y coordinates to the top left corner of the re-
gion’s rectangle, and width and height of the region’s rectangle. The action type is used to
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Figure 3.2: An example placement of a standing region. The region is enclosed in a red
rectangle.
signify if the region is a standing or sitting-up region.
Listing 3.1: A sample windows.cfg file
Regions = (
{
ActionType = 1 ;
Width = 419 ;
Height = 155 ;
LocationX = 200 ;
LocationY = 59 ;
} ,
{
ActionType = 2 ;
Width = 223 ;
Height = 431 ;
LocationX = 31 ;
LocationY = 31 ;
} ) ;
If the user chooses to use previously specified regions with the smart-camera, they can
load them from the windows.cfg file using the ’4’ option. If the user has already created
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some regions, then this load operation will erase what they have already created. However,
the user can continue to add regions after the windows.cfg file has been loaded, which will
not delete any of the regions already added by the file load operation.
Processing and Quitting
To begin processing with the smart-camera, the user can select ’6’. The smart-camera will
now look for faces in sitting-up regions and standing people in the standing regions, of if
MOG2 is enabled, the smart-camera will look for a certain amount of foreground pixels
in these regions. Also, if the user wishes to quit the application at any time, even after
processing begins, they can hit ’q’ or ’Q’ on the keyboard.
3.1.2 Graphical User Interface
There is support for regions of custom shape if a user wants a region that is not rectan-
gular. As of now these regions are only supported with the MOG2 algorithm. Our stan-
dalone GUI application (written in Qt) must be run to create these regions. Once started,
’L’ must be pressed to load an image that can be used as a background reference when
drawing these regions. The image needs to be the same resolution as what the smart-
camera is configured to take video at, and it should probably be an image from the tar-
get scene. Once a background image is set, the mouse is used to draw regions. There is no
limit on how many regions can be drawn. Once the user is done drawing regions, pressing
’S’ will bring up a save dialog allowing the user to save their regions to a file. If the file
is saved as “CareZones.bin” in the same directory as the smart-camera’s executable file,
“FallPrev”, and if the “skipGUI” (this actually skips the text menu UI and begins process-
ing) flag is enabled in the “setting.cfg” file, the user’s custom drawn regions will be loaded
into the smart-camera.
Figure 3.3 shows a region that has been created of a bed. The non-rectangular, shaded
area surrounding most of the bed is the region. Figure 3.4 shows the resulting mask of
that region. Another region and mask pair can be seen in figures 3.5 and 3.6 which show
a region of a hat and the resulting mask. The masks designate which pixels are processed.
The white pixels are processed with MOG2 and the black pixels are ignored.
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Figure 3.3: An image of a bed with the outline of a custom region drawn around the bor-
der of the bed. The shaded area is the region.
Figure 3.4: The binary mask for the region in figure 3.3.
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Figure 3.5: A custom region
drawn around a hat. The custom
region is shaded.
Figure 3.6: The binary mask for
the shaded region in figure 3.6. The
mask is only as big as it needs to be
to cover the shaded region. The pic-
ture is scaled causing it to appear
larger than it does in figure 3.6.
3.1.3 Frame Processing
Frame processing is the section of the smart-camera software where individual frames be-
ing read from the camera are processed to detect objects or events that require alerts to be
sent to caregivers. Processing can be divided into three sections: using HOG, using Haar
cascade classifiers, and using MOG2 for detections.
Figure 3.7 displays a flow chart showing the smart-camera’s processing steps when us-
ing HOG and Haar. The 120 seconds referenced in the diamond step is a cooldown pe-
riod that can be configured in “settings.cfg.” It is worth mentioning that the bottom right
step ultimately leads to a notification being received on a nurse or caregiver’s phone even
though the smart-camera is only responsible for getting the notification message to the
GlassFish server.
Figure 3.8 displays a flow chart showing the smart-camera’s processing steps when MOG2
is used. The range displayed in the top right diamond is configurable from the “settings.cfg”
file. This flow chart is of a sitting-up region, but a standing region is similar only differing
by the range of allowable areas.
Detecting with Histogram of Oriented Gradients
HOG can be used whenever a user configures the smart-camera to use standing regions, as
described in the “Text Menu User Interface” section. The parameter “useMOG2” must be
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Figure 3.7: A high level overview of the smart-camera’s processing steps when using
HOG and Haar algorithms.
set to false in the “settings.cfg” file.
When a frame is read from the camera a matrix object, known as a Mat in OpenCV, is
created for each standing region. The Mat for each region contains the part of the image
that lies within the region’s specified coordinates. Each Mat is processsed with the HOG
algorithm. The line of code to do this is:
hog−>de t e c tMu l t iS ca l e ( r o i s c a l e d , found , 0 , S i z e ( 8 , 8 ) ,
S i z e (32 , 32 ) , 1 . 05 , 2 ) ;
The important parts of this line of code are that roi (short for region of interest) is one of
the Mats mentioned above, found is a vector containing rectangles that contain a match
within roi, Size(8,8) is the window stride that determins how much the 64x128 window
moves across the region, and 1.05 is the base used when scaling up the detection window.
If
found . s i z e ( )
does not return 0, it is known that a detection has been made. When this happens, a
check is performed to see if enough time has passed since the previous detection. If so, a
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Figure 3.8: A high level overview of the smart-camera’s processing steps when using the
MOG2 algorithm for sitting-up detection. A diagram for standing detection would look
the same but have a different specified range in the top right diamond.
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notification is sent to the caregivers.
The base parameter in the detectMultiScale line of code is not part of the original HOG
algorithm. It is used by OpenCV’s implementation as a parameter used to scale up the
64x128 window. When the HOG algorithm finishes its search across a region with the
64x128 window, the search is performed again with a larger window. The dimensions of
windows are computed by the following equations:
n = 1.05(p−1) (3.1)
xdim = n ∗ 64 (3.2)
ydim = n ∗ 128 (3.3)
where p is the current window iteration. The window dimensions after the first iteration
are calculated with p equal to 2. After that window is done, another search is done with
a new window size calculated with p equal to 3. This is repeated until the window size
exceeds the region size, or until p equal to 30 (the GPU version of OpenCV’s HOG algo-
rithm allows the number of iterations to be tuned).
Detecting with Haar Cascade Classifiers
For regions that have been designated as sitting-up, and while “useMOG2” is false, as
frames are read in from the camera, a 30 pixel by 30 pixel window is used to search for
faces using a Haar cascades classifier template trained on detecting faces. This method is
based on an exhaustive search approach, similar to how HOG sweeps it’s window across
a region of interest, of each of the regions, which tests the presence of the object (face)
in the window at all positions and at different scales. The window is moved throughout
the sitting-up regions looking for faces. If a face is found, a check to see if enough time
has past since the last detection was made is performed. It then sends out notifications to
caregivers.
To see an example of where to place a sitting-up region, refer to figure 3.9. The purpose
of searching for a face in a sitting-up region has to do with an at-risk person’s position
while sleeping and while awake. It is assumed that a person will lie flat on their back with
their eyes closed while asleep. In this position they will not be detected and no alerts will
be made. When they awake, it is assumed they will sit up with their eyes open. In this
position their face will be detected and an alert notifying the caregivers that an at-risk
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person is sitting up will be generated. Also, if they are just waking up they will likely need
to use the restroom, so when a caregiver receives the alert they can come to the aid of the
at-risk person. This is important because many falls happen while the at-risk person is
transitioning to the restroom or coming back from it.
There are some issues that need to be addressed with this detection method. One issue is
that alerts will continually be made if an at-risk person such as a hospital patient is sitting
up in bed throughout the day. A possible solution to this problem is to give the caregiver
easy access to enable or disable the sitting up detection. When the at-risk person is down
for sleep the caregiver can enable the detector, and when that person is awake for the day
the caregiver can disable it. Another issue that might arise if the at-risk person is a pa-
tient is that their face may be covered with bandages. If this happens then the Haar cas-
cade classifier will not detect a face. The patient will be incompatible with this sitting-up
detection method.
Detecting with Mixture of Gaussians 2
MOG2 uses background subtraction as a way to detect movement in a region. The MOG2
algorithm can be used with either sitting-up or standing regions. It requires the setting
“useMOG2” to be set to “true” in the “settings.cfg” file. When this is done, HOG and
Haar methods are disabled. There is not a technical reason for MOG2 support to require
HOG and Haar to be disabled. The software just has not been implemented to support all
algorithms at once yet.
For sitting-up regions, like in figure 3.9, each frame is processed using the mixture of Gaus-
sians algorithm found here [18]. When the algorithm is applied to a region of interest,
the output is a Mat object. In this Mat object foreground pixels are given a value of 255
(white), shadows are given a value of 127 (gray), and everything else is given a value of
0 (black). The smart-camera is not interested in detecting shadows though, so a binary
thresholding function is used to set all pixels within the Mat object that are not 255 (fore-
ground) to 0 (background). Then, test the output Mat for an 8-way connected compo-
nent that has an area within the region type’s range. For sitting-up this range defaults to
[350,1500]. The minimum and maximum are both tunable parameters, “FaceDetect Min-
Area Of Change” and “FaceDetect Max Area Of Change” respectively, that can be found
in “settings.cfg.” When a connected component is found with an area within this range,
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a check is done to see if enough time has passed since the previous detection was made. If
enough time has passed, a notification is sent to the the caregiver letting them know that
a detection has been made in a sitting-up region.
Using MOG2 with standing regions is almost identical to sitting-up regions. The only
difference is the range that is used, and the type of notification generated for the care-
giver. Separate parameters for the minimum and maximum area of an acceptable con-
nected component are available for standing regions. The parameters “PersonDetect -
Min Area Of Change” and “PersonDetect Max Area Of Change” are used for the mini-
mum and maximum of this range. The default range is [1350,25000]. Also the notification
sent to the caregiver will let them know that a detection has been made in a standing re-
gion.
Analysis
Background subtraction provides another method for detecting if an at-risk person is sit-
ting up or standing. When using a sitting-up region similar to figure 3.9, a notification will
be made when the at-risk person sits up in bed, much like the Haar method. The Haar
method will have an advantage over MOG2 when a person is sleeping in an already angled
position where they may not actually sit-up when they wake. When in this position, eye
detection can be used in a region of interest rather than facial detection. An alert can be
made when the eyes have been detected for a long enough period. If MOG2 is used in this
position, false positives may result if the monitored person turns his or her head.
When using a standing region similar to figure 3.10, a notification will be made when the
at-risk person exits the bed on the side with the region drawn, similar to the HOG method.
In our tests, the MOG2 method would create an alert before a person completely entered
the region of interest. This was not a problem and resulted in quick detection times. The
HOG method took longer in each test and, even though a person was in the process of
moving to a standing position, most often generated notifications from false positives of
the HOG algorithm. That is, the HOG algorithm detected perhaps a part of a shirt or a
section of an arm as a standing person and generated an alert from that rather than de-
tecting a whole standing person. HOG does work though not as intended.
All of these methods except Haar are susceptible to false positives. The MOG2 methods
have some protection against this in that they have a maximum connected component
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Figure 3.9: An example of where to place a sitting-up region. The region is enclosed in
the red rectangle. It is above the person lying in the bed.
Figure 3.10: An example placement of a standing region. The region is enclosed in a red
rectangle.
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size. This will prevent false positives from being generated when someone obstructs the
camera or if the camera is bumped or shakes. All of these events would cause a huge fore-
ground with a connected component area roughly the size of the entire region of interest.
For standing regions created with MOG2, anyone entering the region who is not the at-
risk person will generate a false positive. This could be a caregiver coming into check on
the monitored person or a relative giving the person a hug. Standing regions using HOG
will generate false positives whenever a person other than the at-risk person enters them.
In this environment the smart-camera would benefit by disabling its detecting abilities
when a doctor, nurse, caregiver, or visitor entered the room.
3.1.4 Settings.cfg
Configuration parameters for the smart-camera are contained in the file “settings.cfg.” An
example of a settings.cfg file is seen in listing 3.2. The configuration file is separated into 5
parts: MOG2, SSL, HOG, FallPrev, and Debug.
MOG2 contains parameters that pertain to using the MOG2 algorithm. The “useMOG2”
parameter is boolean. When it is true the MOG2 algorithm is used. When it is false the
HOG and Haar algorithms are used. As discussed in section 3.1.3 “Mixture of Gaussians
2,” the two FaceDetect parameters set the minimum and maximum acceptable area sizes
in pixels that a connected component can have to create a notification when using a sitting-
up region. The two PersonDetect parameters do the same except they are for standing re-
gions.
The Secure Socket Layer (SSL) section contains information used by the smart-camera to
perform a Secure Copy (SCP) to an image server. This secure copy mechanism requires a
public and private Rivest-Shamir-Adleman (RSA) key. SCP is used from libcurl to store
images onto a server if the feature is enabled. The “Public Key” parameter stores the
location of the public RSA key, and the “Private Key” stores the location of the private
RSA key.
The HOG section contains information used when a standing region is being processed by
HOG. The “initial power” parameter sets the initial value of p in the equation for n. See
section 3.1.3 “Detecting with Histogram of Oriented Gradients” for the equation for n.
This is useful when searching for a person in a window much larger than 64x128. Process-
ing time is reduced by skipping smaller scales, and a false positive is less likely to occur
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when skipping scales that are not important. The detectMultiScale function in OpenCV
that performs the HOG algorithm does not provide an option to set p, so to get similar
results the standing region must be shrunk by the factor n which is computed using the
value p[39]. The “Number Of Scales” parameter is used only when GPU acceleration is
available, which it is not with the RPI2. It sets a limit on how many times p can be incre-
mented.
The FallPrev section contains parameters that pertain to the rest of the software on the
smart-camera. The “Face” and “Person” cooldown parameters allow a user to set how
many seconds must pass between notifications for sitting-up or standing respectively. The
“Video Frame Width” and “Video Frame Height” parameters allow the user to set the res-
olution the smart-camera uses when taking video. The parameter “skipGUI” is used to
turn off the text menu user interface. When it is true, regions are loaded from the file that
the parameter “RegionSaveFile” is set to. “FPSconsole” is a boolean. When it is true the
frame rate is displayed in the terminal. “RegionSaveFile” contains the file name to a bi-
nary file that contains custom drawn regions. The smart-camera loads regions from this
file when “skipGUI” is true. If it is Null then windows.cfg will be used.
The Debug section contains parameters that were useful when debugging problems during
development. “Cloud Enable” allows notifications to be sent to caregivers over the cloud
when set. When “Upload Image” is set to true, an image will be sent to an image server.
“Demo” is set to true when giving a demonstration with the smart-camera. It enables no-
tifications through the cloud and disables extraneous windows from being generated while
the software is running. When “RegionDebug” is true, a window is created that shows the
video passing through a custom drawn region. This was helpful when creating this func-
tionality.
Listing 3.2: Configuration parameters of the smart-camera
MOG2:
{
useMOG2 = true ;
FaceDetect Min Area Of Change = 350 ;
FaceDetect Max Area Of Change = 1500 ;
PersonDetect Min Area Of Change = 1350 ;
PersonDetect Max Area Of Change = 25000 ;
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} ;
SSL :
{
Public Key = ” i d r s a . pub ” ;
Private Key = ” i d r s a ” ;
} ;
HOG:
{
i n i t i a l p o w e r = 14 ;
Number Of Scales = 30 ;
} ;
Fa l lPrev :
{
Face Cooldown = 10 ;
Person Cooldown = 10 ;
Video Frame Width = 640 ;
Video Frame Height = 480 ;
skipGUI = true ;
FPSconsole = true ;
Pr ivacySafe = true ;
RegionSaveFi le = ”CareZones . bin ” ;
} ;
Debug :
{
Cloud Enable = f a l s e ;
Upload Image = f a l s e ;
Demo = f a l s e ;
RegionDebug = true ;
}
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3.1.5 Uploading Images and Sending Notifications through the Cloud
The smart-camera has some capability in place to upload images to a server should the
feature be needed. The images are uploaded to a server when a detection is made. To do
this, the support for the SCP protocol found in libCurl is used. A Universal Resource Lo-
cator (URL) is created containing the server address, a file path, and a file name. An ex-
ample URL looks like (without line breaks):
scp :// f a l l p r e v . c s c e . uark . edu/ var /www/html/ images /
Fal lPrev20160709 −055325PM. png
Here “fallprev.csce.uark.edu” is the server address. “/var/www/html/images/” is the file
path where the image will be stored on the server. “FallPrev20160709-055325PM.png” is
the file name that will be used to identify the image on the server. LibCurl is used to up-
load the image file through SCP. The RSA keys mentioned in the “settings.cfg” section are
used when performing the SCP upload. After the image transfer, the image file name can
be used to refer to the image in the notification URL mentioned below.
The smart-camera system uses the Google Cloud Messaging (GCM) [19] to send notifica-
tions to caregivers when detections are made. The smart-camera does this by communi-
cating an action type (which is currently sitting-up or standing) and a room number to
an Oracle GlassFish server version 4.0 [2]. The GlassFish server sends this information
through the Cloud to the appropriate caregivers who receive the information on their An-
droid smartphones.
The smart-camera uses HTTP POST to communicate with the GlassFish server. A URL
is formed in 2 parts. The first part is a server address, port number, and a path to the
notifyUser application on the GlassFish server. For our purposes it always looks like (with-
out line breaks):
http :// f a l l p r e v . c s c e . uark . edu :8080/ healthCare . R e s t f u l l
/ r e s o u r c e s / u s e r S e r v i c e / not i f yUse r
where “fallprev.csce.uark.edu” is the server address, “8080” is the port, and “/health-
Care.Restfull/resources/userService/notifyUser” is the path to the application. The next
part of the URL contains information pertinent to the notification. It is:
?roomID=1&imageName=FallPrev20160709 −055325PM. png&actionType=1
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There are three variables in this part: “roomID” which is the room number the at-risk
person is in if at a hospital or nursing home, “imageName” which is the file name of the
image, and “actionType” which signifies whether the alert is for sitting-up or standing
(the 1 is for sitting-up. 2 is the number used for a standing alert). This URL is formed
as a string object from the c++ standard library [40]. After combining all the parts of the
URL, it is sent to the GlassFish server using the function call:
c u r l e a s y s e t o p t ( cur l , CURLOPT URL, fullURL . c s t r ( ) ) ;
from the libCurl library. The full URL looks like:
http :// f a l l p r e v . c s c e . uark . edu :8080/ healthCare . R e s t f u l l /
r e s o u r c e s / u s e r S e r v i c e / not i f yUse r ?roomID=1
&imageName=FallPrev20160709 −055325PM. png
&actionType=1
without the line breaks.
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4 Methodology, Results, and Analysis
4.1 Methodology
A testing environment inside a hospital or nursing home with real at-risk people is needed
to get good data on the smart-camera, such as a false positive rate when nurses or care-
givers are in the at-risk person’s room. Resources are not yet available to collect data in
this kind of environment. However, we were able to take some measurements using data
collected from other sources. The amount of time between when a notification url is re-
ceived by the GlassFish server to when a notification is received on an Android phone was
measured. Data about the duration between when a monitored person begins moving to
when a detection is made by the smart-camera was also taken. Also, the frame rate the
smart-camera operates at was measured for each algorithm.
4.1.1 Cloud Delay
To measure the time it takes for a notification to travel across the cloud once the Glass-
Fish server receives a notification url, two timestamps were taken. The first timestamp
happened when HTTP POST requests were sent from the machine the GlassFish server
operated on to the GlassFish server. The second timestamp was taken when a notifica-
tion arrived on the smartphone. The duration between these two timestamps was taken as
an estimate (because it does not account for how long it took the server to contact itself)
of the amount of time it takes a notification to reach its destination Android smartphone
over the cloud. Also, the smartphone was using the cellular network (AT&T 4G LTE) and
not wifi. The smartphone’s cellular radio was active and not in a power saving mode.
4.1.2 Detection Times
To measure the time it takes for a monitored person to be detected once they begin to
sit up or get out of bed, a video was made of a person getting out of bed 10 times. Be-
fore getting up, the person would lie in bed without movement. The video was cut at ap-
proximately the first sign of motion that was seen (by a person) for each of the 10 times
the person got up, and cut again well after the first detection was made but before the
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next attempt occurred. These are the clips used for measuring sitting-up times. When the
video was made, the person would pause briefly after sitting up. Another 10 videos were
made by cutting the video at the first motion towards standing up from this sitting-up
position until the person had already stood up and left the video. These clips were used
to measure detection time of standing up regions. To measure the detection times, two
“windows.cfg” files were made, “A” and “B”. “A” contained a sitting-up region that was
drawn as seen in figure 3.9 where the region lies on the headboard above the lying per-
son’s body. “B” contained a standing region drawn next to the bed as seen in figure 3.10
where the region is next to the bed. To measure detection time for sitting-up regions, the
region from file “A” was used. Each of the 10 clips cut from the original video were input
into the smart-camera software and processed as video files rather than live video from
the SmartSain camera module. A timestamp was taken at the beginning of video process-
ing and another timestamp was taken when the first detection was made. The duration
between these two timestamps was used as the detection time for sitting-up regions and
whichever algorithm is being used. This process is done once for Haar cascades and once
for MOG2. The 10 clips cut to measure standing-up detection times are run through the
smart-camera software again but using file “B”. Using the same process, detection times
were measured for standing regions and the HOG and MOG2 algorithms. Also, the video
clips are 616x480 and encoded with Xvid.
4.1.3 Frame Rate
To measure the frame rate that the smart-camera runs at, live video was taken of image
content that did not change. The camera used the 1280x720p resolution. A timestamp is
taken immediately before the first frame and immediately after the 500th frame of the live
video. The frame rate is measured as the duration between the two timestamps divided
by the number of frames that have passed ,500, in the camera feed. This process is done
for each algorithm of each region type. Measurements are made using the same region for
each region type when repeated with the other algorithm for that region type.
4.2 Results and Analysis
Using 20 test cases, we measured the average delay when using GCM as 3.27 seconds[2].
Every notification was received. These results are in order with a more thorough study of
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Table 4.1: A table from [3]. Oﬄine times are measured by sending out notifications at
random times. Online times are measured when a user is actively using their phone.
GCM conducted in 2014, which measured the mean notification delay to be 3 seconds for
actively used devices on a cellular network[3]. The results from that study can be seen in
table 4.1. In this table, oﬄine refers to measuring delay of random notifications sent to
smartphones and tablets and online refers to measuring delay of notifiations sent to de-
vices that are actively being used. It is not certain how much of an impact this 3 second
delay will have on caregivers trying to care for at-risk people. More data will have to be
collected in an actual hospital environment. Also a push notification fixer application[41]
which is used to adjust the GCM default heartbeat interval will need to be used on care-
givers’ smartphones to be able to have delays like the ones in the online columns even
when they are not actively using their phones. The GCM heartbeat is used to keep con-
nections from terminating between the GCM server and smartphone. The GCM heart-
beat interval has either two values: 15 minutes for wifi or 28 minutes for cellular. Both are
known to be too long causing connections to be dropped and significantly increasing notifi-
cation delays[42].
The detection times for the standing and sitting-up algorithms are shown in figures 4.1
and 4.2 respectively. It is clear that MOG2 has the best detection times for both region
types. The average detection times of MOG2 and Haar differ by about .5 seconds. The av-
erage detection times of MOG2 and HOG differ by about 2 seconds. It is difficult to deter-
mine how significant these average differences are without collecting data on at-risk people
and their process on using the restroom. Some at-risk people may be different in how they
use the restroom depending on their ailments, age, or other characteristics.
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Figure 4.1: A chart of the detection times of the standing algorithms.
Figure 4.2: A chart of the detection times of the sitting-up algorithms.
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Standing Sitting Up No Detection
MOG2 HOG MOG2 HAAR
7.513 4.934 15.048 12.569 29.324
Table 4.2: The frame rate the smart-camera performs at. Rates are in seconds. “No De-
tection” is the frame rate without any regions drawn.
Table 4.2 contains the results of the frame rate measurements. The table gives an idea of
how each algorithm performs computationally. With the current hardware, it is unlikely
that another standing region can be supported, but the hardware may be capable of sup-
porting another sitting-up region. MOG2 is the fastest algorithm for both region types.
Last, it is worth mentioning the accuracy of the smart-camera. In our tests, a detection
was always made and there were no false positives. There are several possible frames in
each test video that the smart-camera can correctly detect, and this is why the detection
rate is so high, though in some cases the detection time may be low. The reason behind
not having any false positives is that the test videos are mainly static in that their im-
age content does not change, and this content itself does not trigger false positives. This
could be an issue in environments that have objects in the detection regions that the de-
tectors falsely identify as a person or face. Also, in standing regions that use HOG for de-
tections, if HOG does not correctly detect a full person but rather an arm, pattern on a
shirt, or any other part of a person, this is considered a correct detection if a person is in
that standing region at the time. These rates could be different in a hospital environment
where IV stands, food trays, or equipment on the wall may trigger detections when none
should be made.
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5 Conclusion
Our smart camera system provides functionality that would be useful to caregivers who
are trying to prevent falls from occurring with at-risk people. Two important functions
are provided by our smart camera: generating alerts when an at-risk person is sitting-up
and generating alerts when an at-risk person is in the process of standing or is standing.
Both alerts are important in fall prevention because they allow a caregiver to know when
an at-risk person is in need of assistance walking. When used carefully, the sitting-up alert
should only be triggered when a monitored person sits up after sleeping. Because people
often need to use the restroom after sleeping, it is assumed a caregiver will be needed to
aid the at-risk person to the restroom after waking up. With a caregiver’s aid, the chance
of falling will decrease. The same is true for the standing alert type. When an at-risk per-
son is in the process of standing up an alert will be sent to a caregiver. The caregiver can
come to the aid of the monitored person and guide them to his or her destination. With
the help of the caregiver, the chance of falling will go down.
5.1 Future Work
Our smart camera has the computational resources necessary to perform these function-
alities. The next stage is to test it in the field. The University of Arkansas for Medical
Sciences (UAMS) is a good candidate location for field tests.
Also, our smart camera only operates from a certain perspective. In the future, for use in
hospitals, it will need to operate from the perspective behind a patient’s bed on the wall.
This will be less intrusive for the hospital staff.
Another feature needed is the ability to initially configure the smart camera without hav-
ing to open the case. One possibility is to use the HostAPD[29] software. This would re-
quire a mechanism such as a switch on the outside of the case that would need to be switched
to enable hostAPD mode. Once enabled, an administrator could connect to the smart
camera that is now acting as a wireless hotspot and make configuration changes. When
configuration is done the switch could be turned off.
Lastly, support for detecting more events and objects is needed. Support for detecting
when an at-risk person is lying down or how they are lying down could be useful. Also, de-
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tecting clutter on the floor could be useful when trying to prevent falls. Detecting a fallen
person is important too.
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